[X-ray control of position of subclavian catheter necessary or not? (author's transl)].
After subclavian vein cannulation of a 49 year old woman, the catheter was found within the pleural space by a special X-ray-technique. The rare complication stresses the importance of checking the position of a vena cava catheter by X-ray, using radio-opaque dye.